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Dry Side of the Humidifier

Quick Set-up Guide

Aerogen® Solo
AG-AS3200

T-Piece
AG-AS3010

Note: Humidifier parts not supplied by Aerogen.  
Consult manufacturer for usage guidelines. 

Aerogen Pro-X Controller

Two modes of operation:
• 30 minutes
• Continuous

Aerogen USB Controller

Two modes of operation:
• 30 minutes
• 6 hours



The Aerogen Solo delivers  
4 times more medication  

to patient's lungs.1
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